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| INTRODUCTION
Fluorine ( 19 F) MRI is rapidly gaining traction for in-vivo cell tracking as it possesses several advantages over traditional 1 H MRI and other imaging methods. 1 First, the human body contains negligible amounts of 19 F. Therefore, any detected 19 F-MRI signal originates solely from exogenously administered fluorine probes, making accurate quantification possible. 2 Second, given that 19 F resonates at a frequency distinguishable from 1 H, the 19 F signal does not influence 1 H contrast, allowing imaging with regular proton density and T 1 -and T 2weighted 1 H-MRI.
For most cell tracking and inflammation 19 F-MRI studies, perfluorocarbon (PFC)-based nanoparticles are applied. [3] [4] [5] Upon intravenous injection, these fluorinated nanoparticles accumulate at inflamed tissues, hematopoietic organs, such as the bone marrow and spleen, as well as in the liver, where they are taken up by phagocytic cells. So far, 19 F-MRI has shown great potential and has been explored in a variety of studies including Alzheimer's disease, lung imaging, cancer, myocardial infarction and stroke, and inflammatory bowel disease. 2, [6] [7] [8] The different PFCs differ from one another in terms of the number of 19 F resonances and their chemical shifts. This enables unambiguous discrimination on the basis of their MR spectrum. This property has been previously exploited to separate confounding signal from isoflurane (a commonly used anesthetic) from the 19 F signal of interest. 9 More important, these differences can be leveraged to detect different 19 F-containing nanoparticles-and thus populations of 19 F-labeled cells-in the same sample and in the same imaging session, enabling "multicolor" or "multiplex" 19 F-MRI. This technique has potential as an in-vivo, noninvasive readout of tissue immune cells composition, similar to commonly used ex-vivo immunological assays, such as flow cytometry.
However, recording multiple 19 F resonances in a single MR spectrum gives rise to chemical shift artifacts, which present themselves as signal ghosts in the readout gradient direction and hinder accurate localization and quantification.
Several strategies have been proposed to avoid or mitigate these. The first is spectrally selective excitation and selective suppression of certain resonances, [10] [11] [12] [13] which can also be used to image multiple different compounds, [14] [15] [16] at the cost of increased scan times and excluding signal of nonexcited resonances.
A second strategy is chemical shift imaging (CSI). 17, 18 CSI suffers from long acquisition times though and therefore acceleration by the use of pseudo-radial projections 19 and compressed sensing 20 has been proposed. Although effective in terms of signal-to-noise ratio (SNR), 21 lengthy acquisitions remain a problem for 3D acquisitions at moderate-tohigh spatial and spectral resolutions.
Dixon-type bSSFP (balanced steady-state free precession) and multiecho acquisitions methods separate the 19 F resonances based on their phase evolution. 9, 22 These methods require the acquisition of multiple echoes with increasing TE. This comes at the cost of increased scan time decreased SNR and increased sensitivity to T2* effects and motion with increasing TE.
As an alternative to acquisition-based methods, sensitivity encoding 23 includes coil sensitivities and spectra in a linear model, which is subsequently solved by pseudo-inversion. Although artifact-free multicolor imaging was demonstrated, this method is prone to noise and in this implementation requires multiple coil elements.
Finally, chemical shift artifacts can be resolved during image reconstruction. As early as in the 1980s, deconvolution methods were proposed as an approach to remove chemical shift image artifacts. 24 However, plain deconvolution in the presence of noise results in noise amplification, thereby affecting image quality. More advanced deconvolution algorithms, such as the reblurred deconvolution method, 25 have been proposed to overcome this issue. More recently, iterative regularized deconvolution under the assumption of sparsity in the image domain as an additional prior 26 has been introduced. However, these deconvolution techniques do not allow discrimination of multiple fluorinated compounds because the underlying models assume an equal MR spectrum for all 19 F signal.
Conclusions:
The method requires minimal sequence adaptation and is therefore easily implemented on different MRI systems. Simulations, phantom experiments, and in-vivo measurements in mice showed effective separation and removal of chemical shift artifacts below noise level. We foresee applicability for simultaneous in-vivo imaging of 19 F-containing fluorine probes or for detection of 19 F-labeled cell populations. 19 F, compressed sensing, deconvolution, fluorine MRI, multicolor, multiplex, sparse MRI Here, we introduce an alternative deconvolution approach that is based on cycling of the readout gradient, allowing multicolor imaging of different 19 F compounds with complex and overlapping spectra. The method exploits the sparse nature of most 19 F images by iterative deconvolution, removes the chemical shift artifacts associated with multiple peaks in the 19 F spectra, and thereby enables discrimination of 19 F compounds in the resulting images. We show reliable separation and artifact removal in numerical simulations and in phantoms, as well as in mice after intramuscular injection of perfluorooctyl bromide (PFOB) and perfluoro-15-crown-5ether (PFCE) nanoparticles and in mouse liver and spleen at several time points after intravenous administration.
K E Y W O R D S

| METHODS
Our method is based on a sequential or interleaved acquisition of images with different readout directions. While in our experiments we have used a 3D gradient echo acquisition (see Table 1 for imaging parameters), this method can be applied to 3D imaging (e.g., fast spin echo), or any other sequences with predictable chemical shift artifacts, optimized to SNR per unit time. Imaging requires a broadband excitation to excite all peaks in the 19 F spectra and a k-space sampling method resulting in well-defined chemical shift artifacts.
| A 2-compound, 2-measurement model
We illustrate the method by considering two 19 F compounds with different resonance spectra (i.e., PFOB and PFCE) in Figure 1A . PFOB has a complex 19 F spectrum with multiple resonance peaks originating from 1 CF 2 Br, 1 CF 3 , and 6 CF 2 groups, whereas PFCE has a single peak from 10 identical CF 2 groups at a different resonance frequency than those of PFOB. 17 To spectrally unmix the 2 compounds in MR imaging, at least 2 acquisitions with different chemical shift artifact behavior are required, for example, 1 with a readout direction in the horizontal orientation and 1 with the readout in the vertical direction. We will represent these measurements by the column vectors ȳ h and ȳ y , respectively. Let F be the Fourier sampling operator and C ℎ and C v the circular convolution operators convolving an image with the spectrum of PFOB in horizontal and vertical directions of frequency encoding, respectively. A single reconstructed PFOB and PFCE image x i will thus contain chemical shift artifacts, described by Equation 1:
Because PFCE has only a single peak which we center at 0 ppm, the sampling convolution operator for PFCE is the identity operator I. The full measurement model for 2 frequency encoding directions, horizontal ℎ and vertical v, together now reads as shown by Equation 2:
with ̄ the noise contribution. Equation 2 can be generalized to Equation 3:
with M the full signal encoding matrix for both compounds and readout directions. The method is illustrated in Figure 1 .
(1) 
| Generalization of the measurement model
The encoding matrix M can be extended in a straightforward way to include more 19 F-containing compounds and more measurements. One needs at least as many measurements as the number of 19 where y n is the n th different direction acquired and x PFC-m is the m th different 19 F-containing compound. C n,m are the expected spectra for compounds m and readout n. These can be varied by changing readout direction, like we have done in this article, but also by, for example, modifying the readout bandwidth. The acquisitions y n need not be full k-space acquisitions, but can be undersampled to accommodate parallel imaging or compressed sensing reconstructions. Equation 3 can be solved by direct inversion, that is, multiplying the measurement data by the pseudo-inverse of the signal encoding matrix M + , according to Equation 5:
| Image reconstruction
However, this approach will induce noise amplification, even for very low noise levels. 25 To prevent this, Equation 3 can be modified to a least absolute shrinkage and selection operator (LASSO), as shown by Equation 6:
where W is an image transform, such as a wavelet transform or a total-variation operator, and λ a regularization parameter which controls the balance between sparsity and data consistency. In this study, the wavelet transform was used, and the equation was solved with a nonlinear conjugate gradient algorithm. 27 In addition to increased noise robustness, the LASSO method allows for flexibility in k-space acquisition, enabling advanced sampling schemes, such as random undersampling. As such, our approach is also fully compatible with compressed sensing acceleration. where NR is the number of resonances, α j is the relative amplitude and δ j (Hz) the chemical shift of resonance peak j, BW (Hz) the readout bandwidth, and N i the matrix size in readout direction. PFOB has 7 resonances, but 3 of them are close and their relative chemical shift is generally smaller than a pixel. Therefore, we have used NR = 5 for PFOB in this study.
The relative amplitudes and pixel shifts of C i can be calculated from the theoretical spectrum or measured in a phantom with a pure compound.
| Numerical simulation of noise robustness
The influence of noise on the ability of our algorithm to reconstruct and separate the signal of 2 19 F-containing nanoemulsions was investigated by numerical simulations in Matlab (The MathWorks, Inc., Natick, MA). A 2D image of 64 × 64 pixels, containing 2 elliptical PFOB and 2 elliptical PFCE phantoms, was used. The PFOB chemical shift artifacts were calculated as in Equation 7 . Two readout directions were simulated, and Gaussian noise was added to the fully sampled k-space. Reconstruction was performed in 2 ways: (1) a simple deconvolution, by multiplying the k-space with the pseudo-inverse of M, as in Equation 5; (2) minimization of Equation 6 with a nonlinear conjugate gradient algorithm. Simulations were performed for a range of noise inputs, with zero mean and a standard deviation ranging from 0 to 20 a.u. (one-fifth of the maximum intensity of the 2 brightest ellipses), corresponding to the lowest SNR = 5. For all simulated noise values, the mean intensity of the reconstructed images was tested in 3 regions-of-interest (ROI): (i) a ROI in the PFOB phantom; (ii) a ROI in the PFCE phantom; and (iii) a ROI in a noise-only region of the image.
| Imaging
All imaging was performed on a 7T preclinical scanner (Bruker Biospec 70/30; Bruker Corporation, Billerica, MA) using a dedicated 1 H/ 19 F volume coil with a 4-cm inner diameter (MR Coils, Zaltbommel, The Netherlands). The imaging frequency was centered on the PFCE peak in the MR spectrum before 2 or 4 sets of 19 F images were acquired using a 3D fast-low angle shot (FLASH) sequence. In the case of 2 readout directions, half of the data was acquired with readout direction left-to-right, whereas the other half was acquired with readout direction foot-to-head. In the case of 4 directions, additional right-to-left and head-to-foot readouts were acquired.
| Phantom 19 F MRI
Six 200-µL Eppendorf tubes with a mixture of pure PFOB/ PFCE oils (Avanti Lipids, Alabaster, AL) were prepared by linearly varying the relative volume in the mixtures in a total volume of 100 µL (0/100; 20/80; 40/60; 60/40; 80/20; 100/0 mL PFOB/mL PFCE respectively). These tubes were positioned in a circular phantom setup, also containing an Eppendorf tube filled with water for localization by 1 H imaging. Imaging was performed with the scan parameters reported in Table 1 . The mean and standard deviation of the intensities in the 6 phantoms in an ROI covering the entire tube was calculated in the resulting images. Means and standard deviations were then normalized to the mean intensities of the pure compounds.
| In vivo 19 F MRI
All experiments were performed in accord with protocols approved by the Mount Sinai Animal Care and Utilization Committee. . Vivaspin (20-mL variant) centrifugal filters were purchased from Sartorius (Göttingen, Germany). Dynamic light scattering measurements were performed on a ZetaPals analyzer (Brookhaven Instrument Corp., Holtsville, NY). Sonication was performed using a 150-V/T ultrasonic homogenizer working at 30% power output.
| Experimental procedure
Nanoemulsions were made by dissolving DMPC (36.17 mg, 53.4 μmol) and DPSE-PEG2000 (63.8 mg, 22.86 μmol) in chloroform (~2 mL) and slowly dripping this in PBS (10 mL) at 80ºC under vigorous stirring. After all chloroform was added, the viscous solution was allowed to cool to room temperature and additional PBS added to compensate for
evaporation. The lipid solution (1 mL) was combined with PBS (9 mL) in a Falcon tube (15 mL) and either PFOB or PFCE (320 μL) was added. This solution was subsequently sonicated using a tip sonicator (30 minutes) while cooled in an ice bath. Large precipitates were removed by carefully decanting the solution. The particles were concentrated by centrifugal filtration (1 MDa molecular-weight cutoff) to approximately 1 mL. Samples for dynamic light scattering measurements were prepared by diluting the nanoparticles with PBS. The mean of the number average size distribution was typically 160 to 180 nm.
| Intramuscular injection
A male C57BL/6 mouse was injected with the PFCE nanoemulsion in the right upper leg and with the PFOB nanoemulsion in both left and right upper legs. The animal was anesthetized with 1.5% isoflurane. Subsequently, 1 H and 19 F MRI was performed using the parameters described in Table 1 .
After image reconstruction, the PFCE and PFOB images were color-coded and overlaid on the proton scan in Matlab.
| Intravascular injection
Three male C57BL/6 mice were anesthetized with 1.5% isoflurane and underwent 3 longitudinal imaging sessions 24 hours apart, after intravenous injections of PFCE and PFOB containing nanoemulsions. At the beginning of each imaging session, 1 H images were acquired using a FLASH 3D sequence. Relevant scan parameters can be found in Table 1 . Before the first imaging session, PFCE nanoemulsion (200 μL) was injected through a lateral tail vein. Twenty-four hours afterward, mice were injected with PFOB nanoemulsion (200 μL) and immediately imaged using the same protocol. The third and final imaging session was performed 24 hours later (48 hours after PFCE nanoemulsion injection and 24 hours after PFOB nanoemulsion injection). After image reconstruction, a coronal slice was chosen that contained both liver and spleen tissue. The liver and spleen were segmented, and the mean image intensity was determined. The PFCE and PFOB images were colored and overlaid on the proton scan in Matlab.
| Reconstruction and postprocessing
Translation errors may occur when the PFCE resonance is not exactly centered at 0 ppm. Before spectral unmixing, the images with different readout directions were 3-dimensionally co-registered using Matlab's imregister, to quantify the translation mismatch. A regular step gradient descent algorithm was used for imregister, with a maximum number of iterations of 100 and a relaxation factor of 0.5. The translation error was subsequently corrected in k-space. All data in this article were reconstructed with the conjugate gradient algorithm, using a value of λ = 0.01 and 75 iterations. These reconstruction parameters were empirically selected for optimal SNR, while limiting oversmoothing. The peak heights in the convolution spectrum (Equation 7) were based on the relative amplitudes of a PFOB phantom scanned with the same sequence parameters. After reconstruction, 19 F images were color-coded and overlaid on proton images. Thresholding of the 19 F signal was performed by setting all signal below the noise level to zero. Reconstruction code and example data are available online at https ://github.com/amc-mri/19F-multi color .
| RESULTS
| Numerical simulations
Numerical simulations were performed for an image containing 2 PFOB and 2 PFCE hot spots ( Figure 2 ). The regular Fourier transform images for vertical and horizontal readout directions contain chemical shift artifacts for the PFOB (Figure 2A) . Reconstruction was performed either as multiplication with the pseudo-inverse ( Figure 2B ) or by using the LASSO with a conjugate gradient (CG; Figure 2C ). Both methods successfully separated the 2 compounds and removed the chemical shift artifacts for PFOB. However, the pseudo-inverse reconstruction resulted in visually more noisy images as compared to CG reconstruction. Figure 3 presents the results for a simulation with a range of noise input images. Over the whole range of SNR values, the discrimination of the 2 compounds remained successful; there was no residual PFCE signal in the PFOB images because the signal at the location of the PFCE hot spots was equal to background signal. Similarly, no residual PFOB signal was observed in the PFCE images. For the CG method, the background signal (noise) essentially followed the nominal input SNR values. However, the pseudo-inverse method leads to significant noise amplification, particularly for the PFOB images. Figure 4A shows the linear Fourier transform reconstructions of the PFOB/PFCE mixture phantoms for the acquisitions with readout in 4 different directions. Our CG method successfully discriminated PFCE and PFOB in the different phantoms and removed the chemical shift artifacts ( Figure 4B ). The relative PFOB and PFCE signal intensities in the images were consistent with the mixture ratios ( Figure 4C,D) . The coefficients of variations (r 2 ) were 0.966 and 0.990 for PFOB and PFCE respectively. Figure 5 displays an axial, sagittal, and coronal slice, as well as magnifications, through the pockets of PFOB and PFCE nanoemulsions, which were injected in the mouse muscle. The 19 F images resulting from PFOB and PFCE are shown as green, and red overlays on the 1 H MR images. Our CG method successfully removed the chemical shift artifacts from PFOB and separated the PFOB and PFCE signals. The pockets of nanoemulstions are also visible on the 1 H MR images as darker regions.
| Phantom 19 F MRI
| Intramuscular injection
| Intravascular injection
Images of a representative mouse which received intravascular injections of PFCE and PFOB nanoemulsions are shown in Figure 6 . Again, 19 F signal resulting from PFOB and PFCE are shown as green and red overlays on 1 H MRI anatomical images. After injection, both PFCE and PFOB accumulated in liver and mainly spleen over time. PFCE was injected at day 0 before the first imaging session and PFOB emulsion 1 day later. Therefore, at day 0, only PFCE signal was observed, whereas PFOB appears at the 24-hour time point. At Figure 7 . The PFCE signal in both organs increased after the injection time, between day 0 and day 1, and remained relatively constant between day 1 and day 2. In contrast, the PFOB signal, which was injected 24 hours later, was not visible above the noise level at day 0 and increased between day 1 and day 2.
| DISCUSSION
We have introduced a novel deconvolution approach for multicolor imaging of different 19 F compounds with complex spectra. Our method exploits the sparse nature of most 19 F images by iterative sparse deconvolution, removes the chemical shift artifacts associated with multiple peaks in the 19 F spectra, and efficiently separates multiple 19 F compounds in the images. We have also successfully applied this technique in in-vivo small animal MR imaging.
We showed reliable separation and chemical shift artifact removal in numerical simulations. We found that, even for measurements with an SNR as low as 5, the separation of compounds was successful and signal intensities remained constant over SNR values ranging from 5 to 20, although background signal (noise) for the PFOB with the complex spectrum was consistently higher than for the single-peak PFCE. Nevertheless, this shows that the LASSO reconstruction algorithm, which enforces sparsity in the images, efficiently regularizes the reconstruction to avoid noise amplification while preserving relative signal intensity and separation. We can conclude that this method is robust at low SNRs and does not lead to noise amplification, which is important given that 19 F-MRI is often signal deprived.
The phantom experiments ( Figure 4 ) demonstrated that chemical shift artifacts are successfully removed and relative concentrations of PFOB and PFCE accurately determined. Relative signal intensities of both PFOB and PFCE scaled linearly with concentrations, although the standard deviation of the PFOB signal was somewhat higher than that of PFCE. This can be explained partly by lower signal of PFOB as compared to PFCE, attributed to differences in T 1 , T 2 , and 19 F atom concentration, but also by the higher residual background signal (noise amplification 25 ) associated with the reconstruction of the PFOB signal ( Figure 3) . The degree of noise amplification attributed to the deconvolution is controlled by the regularization parameter λ and is a trade-off between denoising and over smoothing.
Intramuscular injections of PFOB and PFCE nanoemulsions were used to test the acquisition and reconstruction protocol in an in-vivo setting. The pockets of PFOB and PFCE in the muscle could be readily identified and separated ( Figure 5 ). The injection pockets were also observed on the anatomical T 1 -weighted proton images as signal voids. These signal voids colocalized well with the reconstructed PFOB and PFCE hot spots.
Finally, the applicability of our approach was put to the test in 3 mice which were intravenously injected with PFCE and PFOB nanoemulsions. These experiments indeed demonstrated that PFOB and PFCE nanoemulsion accumulations can be separately imaged, even when both compounds are present in the same organs.
| Technical considerations
Although we require multiple acquisitions with different readout gradient directions, our multicolor 19 F-MRI experiment does not lead to increased acquisition times. Given that 19 F-MRI generally involves the detection and localization of low concentrations of 19 F-containing compounds, many signal averages are required to achieve acceptable SNR. The measurements in different directions can therefore be distributed over the averages, ensuring that the total acquisition time remains the same as the normal sequence and the resulting image SNR is not affected. SNR can even be improved by an optimized sparse k-space sampling and compressed sensing reconstruction strategy. 28 Our approach can be applied with different sequences (e.g., gradient-echo or spin-echo), provided that the multiple 19 F resonances lead to predictable and nonidentical point spread functions.
We have neglected phase in our deconvolution model, given that no signal cancellations issues were noticed.
Also, we think that the deconvolution method is robust to incidental phase-related signal cancellation because the method can rely on the 7 resonances in the PFOB spectrum. Although the introduction of phase would be possible, a magnitude approach was chosen because phase images are much more prone to artifacts resulting from global and local field inhomogeneities.
Our experiments started with carefully centering the PFCE resonance frequency, which resulted in minimal (and often absent) misalignment between different readout directions. Any misalignment was then corrected with an imagebased registration algorithm. In case a simple registration fails, the registration can be included in the reconstruction algorithm in a so-called blind deconvolution method, which jointly optimizes the deconvolution spectrum as well as the images. In that case, misregistration between images is also included in the optimization.
Although the SNR efficiency of the FLASH sequence is not optimal compared to more SNR-efficient sequences like bSSFP, particularly when T 1 and T 2 are long, we believe our approach has distinct advantages that justify the use of the FLASH sequence. We collect all the signal from the different resonances in a single acquisition; the deconvolution has the effect of "collapsing" the signal of all peaks into one. Moreover, the FLASH sequence is relatively robust to Bo and B1 inhomogeneities and movement, which is a big advantage for 3D mouse abdominal imaging. Whereas a regular FLASH sequence may display the inhomogeneity artifacts, the relatively low matrix size in combination with an intermediate acquisition bandwidth limits pixel shifts. In practice, shimming in the mouse was adequate and we did not encounter problems. Even in the case of the plastic Eppendorf phantoms, which are difficult to shim and can induce considerable B0 inhomogeneities, our technique performed well. B1 inhomogeneities will have the usual influence on flip angle and signal intensity, but this will not influence the performance of the deconvolution method.
On the other hand, bSSFP is experimentally difficult at high magnetic fields in the mouse, and artifacts in the hotspot 19 F images will be difficult to recognize. Moreover, bSSFP is not balanced for off-resonance PFOB peaks, adding complexity to SNR behavior.
Previous work has demonstrated the possibility and usefulness of multicolor 19 F imaging. Compared to multicolor imaging with selective excitation, 14,15 our method does not require multiple scans or acquisition of multiple echoes. SNR is maximized because we collect all the signal from the different resonances in a single acquisition and distribute the different readout directions over the averages.
Chemical shift imaging has been proposed 17, 18 ; however, this method suffers from long acquisition times because of the need for an additional phase-encoding dimension. Even accelerated chemical shift imaging 19, 20 will ultimately be time-limited with excessively long scan times for highresolution 3D imaging.
Chemical shift encoding 22 uses a Dixon-like approach to separate multiple PFC compounds and remove artefacts. This requires acquisition of multiple echoes with varying TE. However, our approach is sequence independent and does not suffer from T2* effects.
The usage of a multiple measurement model is closely related to the SENSE-like, coil-sensitivity-based decoupling. 23 Here, we have demonstrated deconvolution with different readout directions, but, if available, acquisition with multiple receive coils can also be included in the reconstruction model. Future work will focus on comparing our method to other multicolor 19 F techniques.
We have used a volume coil in this study, but the algorithm does not put constraints on coil type. Multicoil arrays could further improve SNR.
This method of separating 19 F signal can be integrated into recently adapted compressed sensing techniques. 20, 29 The here presented approach for multicolor 19 F-MRI is fully compatible with parallel imaging and k-space undersampling, and future work will focus on this application. More recently, machine learning (ML) techniques have been used to remove ghosts in spectroscopy. 30 In a similar vein, ML methods could be developed for the purposes of multicolor 19 F-MRI artifact removal and denoising.
Our experiments were designed with either 2 or 4 different readout directions. While keeping the acquisition time the same, one can increase the number of readout directions and reduce the number of averages per direction. We think that it is beneficial to use more readout directions (with less averages) to mitigate direction-related imperfections attributed to translation, motion, or gradient imperfections. On the other hand, the SNR per readout should be high enough to distinguish the chemical-shifted 19 F resonances. The optimal number of directions therefore needs to be balanced with SNR, which could be a topic of future studies.
We expect our methodology to find application in noninvasive readout of tissue immune cells composition. In mouse studies, 19 F multicolor MRI may replace commonly used ex-vivo immunological assays, such as flow cytometry, and facilitate longitudinal in-vivo studies. The methods may be translated to clinical scanners in a straightforward way, given that it requires merely a standard 3D FLASH sequence with different readout directions. Of course, the clinical system needs to be equipped with 19 F coils, 19 F send and receive capability, and multinuclear software. At 3T, the lower field strength will result in decreased detection sensitivity, which might be mitigated with improved sampling strategies. Also, the appropriate regulatory approval is required for the safe use of specific 19 F compounds in humans. If these conditions are met, we believe that our approach can be a valuable addition to 19 F-labeled cell tracking studies in humans.
| CONCLUSION
We successfully implemented an iterative deconvolution method for multicolor 19 F-MRI that is applicable in all sequences exhibiting well-defined chemical shift artifacts. In phantoms as well as in mice, in-vivo reliable chemical shift artifact removal and separation of PFCE and PFOB compounds was achieved. Our technique efficiently discriminates different 19 F compounds and facilitates in-vivo MRI localization and quantification of multiple 19 F compounds.
